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CONTRACT  #N00014-93-C-2026 
"Materials  Processing  and  Manufacturing  Technologies 
for  Diamond  Substrate  Multichip  Modules" 


Facilities 

The  75kW  support  facilities  have  been  completed  during  this  period.  The  house 
cooling  system  upgrade  (external  cooling  tower  and  200kW  capacity)  has  been  completed,  • 

and  integrated  into  all  operations.  The  150  kW  electrical  power,  gas  handling,  and  other 
laboratory  modifications  were  completed  during  the  previous  quarter. 


75kW  Reactor 

The  reactor  and  power  supply  have  been  installed  and  commissioned  during  this 
quarter.  We  successfully  achiev^  first  plasma  on  4  June,  and  have  run  plasmas  with  up  to 
35kW  power  to  date.  The  discharge  location  and  shape  vary  with  microwave  power  and 
gas  pressure  as  the  prototype  operation  predicts,  verifying  the  design  principles  of  this 
reactor  type.  The  gas  delivery  and  pressure  control  system  are  fiiUy  functional,  and  we 
have  run  plasmas  with  conventional  diamond  chemistry  recipes  for  short  intervals. 

Some  additional  work  is  underway  to  bring  the  power  delivery  system  up  to  full 
specification.  We  are  replacing  the  circulator  and  dummy  load  in  the  75kW  supply  to 
increase  isolation  and  thus  improve  stability  of  the  discharge  at  higher  power.  We  have 
also  replaced  both  the  multi-stub  tuner  and  the  sliding  short  with  more  rugged  designs.  We 
are  modifying  the  control  logic  in  the  power  supply  to  provide  additional  tube  protection 
and  to  incorporate  more  accurate  calibration  coefficients. 

All  other  major  subsystems,  including  gas  filled  plenum  for  substrate  temperature 
control,  gas  delivery,  pressure  control,  water  cooling,  and  mechanical  support  &  chamber 
lift  systems  are  complete  and  operational. 


Reactor  Prototype  Studies 

We  are  continumg  to  study  the  transfer  of  high  growth  rate  (HGR)  process  to  our 
PDS 19  reactor,  the  prototype  for  the  75kW  systera  We  have  been  investigating  the  range 
of  operation  of  the  gas  filled  plenum  for  substrate  temperamre  control,  and  optimizing 
process  conditions  for  growth  on  2",  3",  and  4"  diameter  substrates  at  5kW.  We  have 
implemented  some  minor  changes  in  the  chamber  shape,  which  have  greatly  affected  the 
microwave  mode  structure.  This  has  both  improved  the  power  &  energetic  radical  flux 
onto  the  substrate,  and  reduced  power  loading  to  critical  areas  of  the  chamber  walls.  We 
have  continued  to  examine  the  diamond  produced  by  the  prototype  by  all  available  means, 
including  FTIR  spectroscopy,  Raman  spectroscopy,  and  SIMS  profiles. 


Reactor  Modelling 

Under  DARPA  Contract  #DAAH01-92-C-R109  for  "Computational  Modelling  of 
Fluid  Flow  in  PECVD  Reactors,"  we  have  developed  an  axisymmetric  electromagnetic 
code  to  model  the  power  input  to  the  microwave  ischarge.  We  have  now  fully  described 
the  boundary  conditions  of  the  PDS  19  reactor  to  this  code,  and  have  been  successfully 
benchmarking  the  prototype  experiments  with  reactor  shaping,  as  well  as  variations  in 
plasma  conditions  as  pressure  and  power  change.  This  code  has  already  been  quite  useful 
in  quickly  optimizing  the  cavity  shape  to  achieve  large  and  uniform  radical  flux  on  the 
substrates. 


•  •  • 


™  “p-  “  <- 

ProcMs  Transfer.  Ongoing  Experiments 

Accesion  For 

NTIS  CRASJ  ]a 

UTIC  I  A3  □ 

U.M:i'i0.l:.C<;d  '^J 

J.lit'l!0-.tt0:) 


By . 

Oi^t  ibutio.i  I 


Availability  Cobes 

Avail  and  j  or 
Special 


